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Abstract
A simple device for studying crystalline samples under
moderate gas pressure (0.1-10 MPa) has been developed. The
device employs a modified Cajon ultra-torr fitting to ensure a
gas-tight seal around an X-ray capillary. The cell accommodates
standard X-ray capillaries that require no modification. The
device is straightforward to utilize and samples can be mounted
with routine techniques and pressurized in a matter of seconds.
In a subsequent development, a complete purging and
pressurization system has been designed and constructed for
use on beamline 7-1 at the Stanford Synchrotron Radiation
Laboratory. This paper describes the construction of both the
pressure cell and the delivery system and presents results of the
use of this cell for the preparation of xenon derivatives to be
used in phase determination by the multiple isomorphous
replacement method.

I. Introduction

The incubation of macromolecular crystals with gases, to study
ligand binding or for the preparation of xenon heavy-atom
derivatives, has prompted the development of suitable cells and
mounting techniques (Schoenborn, Watson & Kendrew, 1965;
Tilton, Kuntz & Petsko, 1984; Kroeger & Kundrot, 1994;
Schiltz, Prange & Fourme, 1994). Here, we report the
development of a simple device for mounting and studying
protein crystals under moderate gas pressures in the range 0.110 MPa in a routine manner. This pressure cell has a distinct
advantage over previously reported devices in that it can
accommodate standard-sized closed-end X-ray capillaries up to
1.5 mm in diameter without modification. In addition, standard
crystal-mounting techniques can be employed and a mounted
crystal can be quickly placed in the cell and studied at a desired
pressure. The pressure cell is straightforward to employ and has
been successfully used by a number of experimenters, many of
whom were only briefly instructed in its operation. The original
device was constructed for use on an R-axis UC imaging-plate
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system and utilizes a low-profile design necessary for the
limited goniometer z translation of this instrument. A standard
cell has also been designed and fabricated that can be mounted
on a standard Huber goniometer head. In a subsequent
implementation, a safe and simple-to-use purge and pressurization system has been designed and constructed for use on
beamline 7-1 at the Stanford Synchrotron Radiation Laboratory
(SSRL).

We have attempted to prepare xenon derivatives of nine
different protein crystals, using pressures from 0.4 to 2 MPa.
The results of these trials range from excellent derivatives to
extreme nonisomorphic crystals. Of the nine proteins studied,
five gave xenon derivatives with useful phasing information,
two gave poor results, indicating weak or no binding, and two
were nonisomorphous. Several conclusions from these studies
can be drawn: In general, the xenon binding site(s) are different
from other heavy-atom sites. Xenon derivatives can be highly
isomorphous; however, nonisomorphism does occur and
appears to be a consequence of xenon binding, not of pressure
effects or xenon hydrate formation. The ease and success of
xenon-derivative preparation suggests that xenon should be
used in a standard derivative screen for any newly crystallized
protein of which the structure is to be determined by multiple
isomorphous replacement (MIR) methods.
2. Pressure ceU design
Two gas pressure cells were designed for use on two different
area-detector systems. A schematic diagram of the standard
pressure cell is shown in Fig. l(a), with an exploded-view
photograph of the actual cell shown in Fig. l(b). The numbers
in parentheses refer to individual components shown in Fig. l.
This cell is composed primarily of a standard k in (~0.3 cm)
Cajon ultra-torr fitting ( 1, 2 3 and 4) (Sunnyvale Valve and
Fitting Company, Sunnyvale, CA, USA) that has been slightly
modified to accommodate X-ray capillaries (5) (Charles Supper
Company, Natick, MA, USA). The body (I) has been modified
by an increase of the depth of the central bore to 11 mm, thus
Journal of Applied Crystallography
ISSN 0021-8898

©

I 996

609

FAST COMMUNICATIONS

4
5

s

3

2

0

t -~~
l"=----1

II mm

1, 6

_L _

8
7

(a)

(b)

14

13

l-

Thread 318'x20

12

•

11

•

14

6nvn

T -,.._..,_.__- ,__._____,

11mm

J_

10mm

'•
10
'•
'•
1...... - • • - - - ......
15
- 't-.;::~'........... ______ ........ - .............. .......... . .

"

16

10, 15

(d)

(c)

Fig. I. Schemauc diagrams and exploded-view pholographs oflhe components oflhe standard [(a) and (b)) and low-profile [(c) and (d)) pressure
cells. The numbers arc shown in parentheses m the lexL I an Ultra-torr fitting body, 2 0 nng; 3 gro~t. 4 lightening cap; 5 X-ray capillary;
6 in Swagelok elbow fitnng; 7 j in flexible Teflon tubing; 8 goniometer head; 9 goniometer head; I0 integral body and goniometer shde; 11 0
ring; 12 grommet; 13 cap; 14 X-ray capillary; 15 in Swagelok elbow fitting; 16 an flexible Teflon rubing.
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Table I. I/ /0 values ("A) for xenon pressures ranging from 0.1 to 15 MPa and capillary diameters ranging from 0.1 to 1.0 mm
The values listed are for Cu K7. and 1.0 A wavelength (in parentheses) X-rays.
Capillary diameter (mm)
Xenon pressure (MPa)
0.1
0.5
I
2
5
10
15

0.1
98.4 (99.5)
92.2 (97.5)
85. 1 (95.0)
72.3 (90.2)
44.5 (77.3)
19.8 (59.7)
<0.1 (46.1)

0.2
96.8 (98.9)
85. 1 (95.0)
72.3 (90.2)
52.3 (8 1.4)
9.8 (59.7)
<0.1 (35.6)
(21.3)

0.3
95.3 (98.5)
78.4 (92.6)
61.5 (85.7)
37.7 (73.4)
< 0. 1 (46. 1)
(21.3)
(<0. 1)

ensuring that the 0 ring (2) seal occurs at the capillary
constriction (see Fig. la). With this design feature, any standard
capillary up to 1.5 mm in diameter can be placed in the cell. A
standard~ in Swagelok fitting (6) (Sunnyvale Valve and Fitting
Company) is welded on to the side of the ultra-torr fitting
connected to a flexible high-pressure Teflon PFA tube (7) (ColeParmer, Niles, IL, USA). The diameter of the base of the ultratorr fitting has been reduced to fit into a standard Huber
goniometer head (8) (USA source: Blake Industries, Scotch
Plains, NJ, USA). Another important design feature is the small
size and compactness that allows full rotation of the pressure
cell on most data-collection systems.
The original cell was designed for use on area detectors that
have a limited goniometer z translation, e.g. the R-axis llC or
MAC Science imaging-plate detector systems. A schematic
diagram of the low-profile pressure cell , required for X-ray
data-collection systems with space constraints, is shown in Fig.
l(c), with an exploded view of the actual cell shown in Fig.
l(d). A standard Huber or Enraf-Nonius top-arced goniometer
(9) serves as the base for this cell. The body (10) of the ultratorr fitting is an integral part of the goniometer head and
replaces one of the original translation stages. This cell requires
the complete machining of the translation stage integral with the
fitting and is therefore more costly than the standard cell
described above. The 0 ring (I I}, grommet ( 12) and cap ( 13)
are identical to those in the standard cell and the capillaries ( 14)
are sealed in the same manner. This cell has design features
20

17

0.5
92.2 (97.5)
66.7 (87.9)
44.5 (77.3)
19.8 (59.7)
<0.1 (27.5)
(<0. 1)

0.7

1.0

89.2 (96.5) 85.1 (95.0)
79.7 (83.5) 44.5 (77.3)
32.2 (69.7) 19.8 (59.7)
< 0.1 (48.6) < 0.1 (35.7)
( <(l. I)
(<0.1)

similar to those in a previously reported pressurization cell
(Schiltz, Prange & Fourrne, 1994) in that it uses an integrated
seal within the goniometer head. However, a significant
difference is that the previously designed cell utilized a
Swagclok fitting that required cutting and shortening of the
X-ray capillary, as well as sealing of the modified capillary in a
copper sheath with epoxy. The current design requires no
capillary modifications or manipulations.

3. Automated system for preparing xenon derivatives at
SSRL beamline 7-1
A schematic diagram of the automated xenon pressure system is
shown in Fig. 2. A high-capacity gas tank ( 17) (Spectra Gases
Inc., Vista, CA. USA) is regulated at a pressure of
approximately 2 MPa with a regulator ( 18) (Valin, Sunnyvale,
CA, USA) equipped with a pressure-relief valve set to burst at a
pressure of just over 2 MPa. An in-l ine automatic excess flow
valve ( 19) (Sunnyvale Valve and Fitting Company) prevents gas
from being wasted should a leak develop in the system. The
components are connected via
in-diameter stainless-steel
tubing (20) (Valin) and standard in Swagclok fittings (21)
(Sunnyvale Valve and Fitting Company). The pressure is further
regulated in parallel by two pressure regulators (22) (Valin), one
permanently set at 0.3 MPa and the other adjustable up to
2 MPa. Complementary electronic solenoids (23) (Valin) are
used to select the appropriate pressure line. Needle valves (24)
(Sunnyvale Valve and Fitting Company) are used to decrease
the flow rate so that automatic filling does not produce a shock
wave in the capillary. The distance between the solenoid valves
and the pressure cell is kept short, to minimize waste of gas
during the pressurize-vent cycle. A pressure transducer (25)
(Omega, Stamford, CT, USA) measures the pressure of the cell
and the value is displayed digitally (26) (Omega). A third
solenoid (27) is used for automatic venting of the pressure cell.
A quick-disconnect connector (28) (Sunnyvale Valve and
Fitting Company) allows easy removal of the cell and
goniometer head (29) from the system. The gas side of the
connector automatically seals and the cell side remains open to
the atmosphere when disconnected. A in-diameter flexibl e
Teflon gas-delivery tube (30) is used between the quickdisconnect connector and the pressure cell (3 1).

i
i

i

~
26

Fig. 2. Schematic diagram of the components used to build the gas
delivery system: 17 gas tank; 18 high-pressure regulator; 19 excessflow valve; 20 stainless-steel tubing; 21 Swagelok fitting; 22 pressure
regulator; 23 electric solenoid; 24 needle valve; 25 pressure
transducer; 26 pressure readout; 27 electric solenoid; 28 quick
disconnect; 29 goniometer head; 30 flexible tubing; 31 pressure cell.

4. Operation
The operation of the pressure cell involves the following three
basic steps: placement of the X-ray capillary with a mounted
crystal in the ultra-torr fitting, several pressurization- vent
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Table 2. Observed glass and quartz cap1/lary failure pressures
m MPa
The capillaries have a length of 9 cm and a \1,rall th1ckness of 0.0 I mm
Ihe recommended maximum pressures are shown m parentheses
Diameter (mm)
0.3

0.5

0.7

I0

1.5

>10•

> 10·

>10•

4 .5 50(4.0)

4.0-4.5(35)

Ma>t1mum pressure tested
cycles. and equilibrauon. A standard closed-end capillary.
without v1s1ble defects, should be used for mounung of a
sample crystal. Modest absorptton problems can occur for
pressure ranges above 2 MPa and large-diameter capillaries
(sec Table I). It is. therefore, important that the diameter of the
crystal and the diameter of the capillary are carefully matched
m order to minimize such effects. A sliver of wet filter paper
can be inserted m the open end of the capillary to prevent the
crystal from drymg out; however, special care should be taken
to ensure that there is no blockage m the capillary. The capillary
1s installed by first being inserted into the body of the ultra-torr
fitung (I). The 0 nng (2) 1s placed around the capillary and 1s
~llowcd to rest on the Oared portion of the capillary. It 1s
important to ensure that 1he 0 nng 1s free from particulates for a
proper seal. The scaling grommet (3) follows next and rest<; on
the 0 ring. The ultra-torr cap (4) is placed over the capillary
The pressure cell seals properly when the cap is Hnger-tight
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The pressure cell can be simply connected to a gas tank wa
flexible Teflon tubing with an m-hne three-way valve for
vcnung to the atmosphere. Caution: wear eye protection and
protect sensitive detector equipment during the pressurization of the cell. The result of capillary failure 1s complete
disintegration of the X-ray capillary; appropriate precautions for
both personnel and equipment should be taken. Table 2 lists a
variety of capillary si7es and their observed failure pressures an
MPa. Owing to the cost of xenon gas, it is advised that for
higher-pressure expenments m which xenon will be used
( > 2 MPa). capillaries should be tested wtth nitrogen gas pnor to
mounting of the crystal. The cell 1s purged by the perfonnance
of several pressunzauon vent cycles at a pressure of 0 3 MPa
Subsequently. the cell 1s brought to the desired pressure m a
stepwise fashion by opening and closing of the main tank valve
followed by raising of the pressure with the regulator valve
This procedure ensures agamst complete venting of the tank m
the evenl of capillary failure. A slight modification has allowed
us to use this system with crystals of oxygen-sensitive proteins
c;uch as ORF2 (Table 3) By the placmg of a second valve
between the cell and the purge valve, a crystal can be mounted
an the cell an an anaerobic chamber and sealed. The air trapped
m the gas lme can be purged m a manner s1m1lar to that
descnbcd above and finally the cell 1s equilibrated with gas
After the sample 1s allowed to equilibrate at the desired
pressure, data collectton can bcgtn. Schiltz. Prange & Founne
( 1994) estimate xenon gas diffuses mto protein crystals m less
than 30 mm, based on several time-resolved expcnments We
typically wait about 30 min before beginning data collection.

fig. 3. Photograph oflhc gas-delivery system installed on bcamline 7- 1 nt SSRL The standard pressure eell 1s shown mounted on the q> spindle ofa
MAR Research imaging-plate scanner system. The retractable Plexiglas shield 1s mounted just above the pressure cell. The control and display
box (black panel) 1s shown mounted above lhc bcamline components.
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Table 3. Protein crystal derivatization using xenon gas
Protein
BPI
CAM
CHIP
C554
OMSOR
HHB
HLC
IMPDH
LYS
MBA
MB
MB

MB
ORF2
PPE
RXR-a
SC
SOD
STCN

Molecular
weight (kDa)

Xenon pressure
(MPa)

50
23
28
25
85
67
25
58
14
18
18
18
18
30
26
30
27
16
12

1
0.4-1
0.4-1
I
I

Patterson

Difference
Fourier

Number of
sites

Unique site

Reference

Yes

4

Yes

(a)

Noniso
No
Poor
Yes

(a)
(a)

3
1
I

0.3
1.2

0.4-1
0.8
0.3
0.3
0.7
0.7
1.2
0.8
2

Noniso
Poor

Yes
Yes
Yes

1.2
I

1

Yes
Yes
Yes
Yes
Yes
Yes
Yes
Yes

Yes

(a)
(a)
(b)

Yes

(c)

(a)
(c)
(d)

4
2

(e)
(f)

I

4
4
I
I

No

2

Yes

I
I

1

(g)
(a)
(c)
(h )
(i)

Yes
Yes

(a)
(a)

Abbreviations: BPI human bactericidal penneability-increasing protein; CAM carbonic anhydrase, Methanosarcina thermophila; CHIP human
erythrocyte aquaporin; C554 cytochrome c554, Nitrosomonas europaea; DMSOR dimethyl sulfoxide reductase, Rhodobacter spheroides; HHB
horse haemoglobin; HLC collagenase, Hypoderma lineatum; IMPOH inosine monophosphate dehydrogenase, Tritrichomonas fetus; ORF2 nitrogen
fixation specific open reading frame 2, Azotabacter vine/andii; PPE porcine pancreatic elastase; RXR-a human retinoid-X receptor alpha; STCN
stelacyanin, cucumber; MB spenn whale myoglobin; MBA alkaline spenn whale myoglobin; SC subtilisin Carlsberg, Bacillus licheniformis; SOD
superoxide dismutase, Saccharomyces cerivisiea).
References: (a) This work; (b) Schoenborn (1965); (c) Schiltz, Prange & Fourme (1994); (d) Schoenborn (1969); (e) Schoenborn, Watson &
Kendrew (1965); (/)Tilton, Kuntz & Petsko ( 1984); (g) Vitali, Robbins, Almo & Tilton (1991); (h) Bourguet, Ruff, Chambon, Gronemeyer &
Moras (1995); (1) Shiltz, Prange & Fourme (1995).
We have maintained gas pressures of 2 MPa without noticeable
pressure loss for as long as 48 h.
The xenon-delivery system installed at SSRL on beamline 71, shown in Fig. 3, is intended for users to produce xenon
derivatives in a safe and easy manner. The system obviates
many potential operating hazards. The pressurization- vent
cycle is accomplished simply by toggling of a switch on a
control panel. The final pressure, digitally displayed, can be
selected by the user via a regulator valve. The system employs a
quick-disconnect connector affixed to a MAR Research
imaging-plate scanner; when disconnected, the pressure cell is
open to the atmosphere. This ensures that experimenters cannot
carry a pressurized cell away from the scanner. As an additional
safety measure, a retractable Plexiglas shield incorporating
safety interlocks is installed above the pressure cell.

S. Experimental results
The use of xenon for heavy-atom-derivative preparation and
phase determination has been proposed (Schoenborn &
Featherstone, 1967) and demonstrated (Vitali, Almo, Robbins
& Tilton, 1991 ). Recently, xenon was shown to be an effective
derivative for serine proteinases and related proteins (Schiltz,
Prange & Fourme, l 994). We have investigated xenonderivative formation using the pressure cell described above
and the results are summarized in Table 3. Also included in this
table are previously published examples of xenon-derivative
formation. As can be seen, a variety of different types of
proteins have been tested and the results vary quite dramatically
from exceptional derivatives to nonisomorphism. The ability of
xenon to form extremely isomorphous derivatives of largemolecular-weight proteins was demonstrated with dimethyl

sulfoxide reduftase (DMSOR), an 85 KDa protein. X-ray data
collected to 4 A resolution from DMSOR at 1 MPa of xenon gas
gave a mean fractional isomorphous difference of only 6.5%.
However, the difference Patterson calculated with data between
30 and 4 A resolution showed a single well defined xenon site
with a height of 8.5 times the root-mean-square deviation of the
map (Fig. 4). Phasing statistics from this derivative were of
good quality (Table 4). Another example is the nitrogen fixation
specific open reading frame 2 protein (ORF2), where the
observed xenon site gave superior phasing statistics in
comparison to five other heavy-atom derivatives and was
essential in obtaining an interpretable electron-density map (J.
W. Peters et al., unpublished results).
One of the most important features of xenon derivatization is
that, in the cases examined to date, the xenon site appears to be
different from other heavy-atom sites. This proved to be
important in the case of bactericidal permeability-increasing
protein (BPI), where attempts to find further derivatives were
unsuccessful owing to binding of different heavy-atom
compounds at identical sites. In contrast, xenon derivatization
gave new sites and provided the additional phasing information
necessary to obtain interpretable electron-density maps (L.
Beamer et al., unpublished results). Another advantage with
xenon derivatization is that the number of binding sites can, in
some cases, be controlled by changing of the pressure. In the
case ofmyoglobin, an increase in pressure from 0.3 to 0.7 MPa
increases the number of binding sites from I to 4 (See Table 3).
Interestingly, several protein crystals showed nonisomorphism when xenon derivatization was attempted. Carbonic
anhydrase (CAM) showed a greater than 2% change in cell
constants at xenon pressures ranging from 0.4 to 1.0 MPa.
Under similar conditions, inosine monophosphate dehydrogen-
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ase (IMPDH) crystals showed dramatic cell changes resulting in
complete loss of diffraction. In the case of CAM, it was
observed that an equivalent pressure of nitrogen gas had no
effect on crystal isomorphism and we conclude that the
nonisomorphism of xenon-pressurized crystals was due to a
strong binding interaction between the xenon and the protein.

Table 4. Phasing statistics for the xenon derivative of DMSO

reductase
Occupancy and B refinement calculated using VECREF and phasing
statistics calculated using MLPHA RE of the CCP4 suite of programs
(Collaborative Computational Project, Number 4, 1994).
Occupancy

B

6. Concluding remarks
The gas cell described has several distinct advantages over
previously reported pressure cells and pressurization techniques: it is simple to use, inexpensive and requires no
modification to either X-ray capillaries or in crystal-mounting
techniques. Xenon has been shown to form highly isomorphic
derivatives of native crystals. In the cases we have studied, the
success rate for xenon derivatization was greater than 50%,
which suggests that this method of derivatization should be
tested on all new crystals in the laboratory. In most cases, the
derivatization is reversible, so that one could attempt further
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0.95 0.75 0.73 0.69 0.59 0.65
0.26 0.25 0.22 0.19 0.16 0.24

heavy-atom soaks on the same crystal, if xenon did not show
promising results. Furthermore, xenon derivatives in general
appear to give unique binding sites.
An obvious extension of this method is to use krypton in
place of xenon. Krypton has a conveniently located absorption
edge near 14 keV and should allow enhanced anomalous and
MAD (multiple anomalous scattering) experiments to be
performed under krypton pressure at synchrotron sources.
With the availability of third-generation synchrotron sources,
even the high-energy (34.6 keV) K absorption edge of xenon
may be accessible for MAD data collection in the near future.
Finally, while the preparation of isomorphous xenon heavyatom derivatives is an important use of the pressure cell
described in this contribution, there are other important
applications for such a pressure cell, including the study of
protein reactions with gaseous substrates and/or inhibitors.
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of the gas-delivery system and Hartmut Luecke and Henry D.
Bellamy for helpful discussions.

e

0

~

<1J

0

Xe-Xe

0
~

0.34
28.1
8.9 8.0

0

c::>

<>

613

ti

<)

0

0.500L--~--~----~----l

Fig. 4. Asymmetric unit of the I MPa xenon isomorphous difference
Patterson for DMSO reductase, u = 0.5 Harker section. The map is
contoured at 1.00' intervals, starting at 2.00'. Created using the
XTALVIEW2.0 software package (McRee, 1995).

References
Bourguet, W., Ruff, M., Charnbon, P., Gronemeyer, H. & Moras, D.
(1995). Nature (London), 375, 377- 382.
Collaborative Computatational Project, Number 4 ( 1994). Acta Cryst.
050, 760-763.
Kroeger, K. S. & Kundrot, C. E. (1994). J Appl. Cryst. 27, 609-612.
McRee, D. (1995). XTALVIEWl..O: Macromolecular Crystallographic
Package. The Scripps Research Institute, La Jolla, CA, USA.
Schiltz, M., Prange, T. & Fourme, R. (1994). l Appl. Cryst. 27,
950-960.
Schiltz, M., Prange, T. & Fourme, R. (1995). Srrncture , 3, 309- 316.
Schoenborn, B. P. & Featherstone, R. M. ( 1967). Adv. Pharmacol. 5,
1-17.
Schoenborn, B. P. (1965). Nature (London}, 208, 760-762.
Schoenborn, B. P. (1969). l Mo/. Biol. 45, 297- 303.
Schoenborn, B. P., Watson, H. C. & Kendrew, J. C. (1965). Nature
(London), 207, 28- 30.
Tilton, R. F., Kuntz, I. D. & Petsko, 0. A. ( 1984). Biochemistry, 23,
2849- 2857.
Vitali, J., Robbins, A. H., AImo, S. C. & Tilton, R. F. ( 1991 ). l Appl.
Cryst. 24, 931 - 935.

